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Three New Pocket Calculators: 
Smaller, Less Costly, 
More Powerful 

HP's second-generation pocket calculator family now 
includes a basic scientific model, a programmable 
scientific model, and a business model. 

by Randall B. Neff and Lynn Tillman 



IN 1972, HEWLETT-PACKARD INTRODUCED the 
HP-35 pocket scientific calculator, 1 the first in a 
family of calculators that eventually grew to include 
six members, from the original HP-35 to the sophisti- 
cated fully programmable HP-65. 2 

Now there is a second generation of HP pocket cal- 
culators. Currently this new calculator family has 
three members, designated HP-21, HP-22, and HP- 
25. The HP-21 (Fig. 1] is a basic scientific calculator 
that replaces the HP-35, the HP-22 (Fig. 2] is a busi- 
ness calculator, and the HP-25 (Fig. 3) is a program- 
mable scientific calculator. State-of-the-art technology 
has been applied in the new family to achieve the ma- 
jor design goal of low cost with no sacrifice in reliabil- 
ity or quality. 

Most parts are common to all three calculators, the 
fundamental differences occurring in the read-only 
memory (ROM) that contains the preprogrammed 
functions. In each calculator is an integrated circuit 
that is a small, slow, but powerful microcomputer. 
It executes microprograms that are stored in the 
ROM. When the user presses a key, a microprogram 
is activated to perform the function corresponding to 
that key. 

The ROM comes in blocks of 1024 ten-bit words. 
Each block adds factory cost. But until all of the ROM 
has been allocated, features can be added, omitted, or 
modified and functions can be made more or less 
accurate without increasing factory cost at all. The 
firmware designer's challenge is to make these no- 
cost choices in some optimal way for each calculator. 

HP-21 Scientific 

The HP-21, the first calculator in the new family, 
was designed as a direct replacement for the HP-35. 
Because the HP-21 was to have 33% more micropro- 
gram ROM than the HP-35, everyone involved in the 
project wanted additional features and functions. 



New features were packed in until all the ROM was 
used. The HP-21 has all the functions of the HP-35 
plus controlled display formatting, polar to rectangu- 
lar conversions, radian mode in trigonometric calcu- 
lations, and storage arithmetic. 

One major change in these HP-21 family calcula- 
tors from the HP-35 family is a shorter twelve-digit 
display. The HP-35 display had fifteen digits: two 
signs, ten mantissa digits, two exponent digits, and a 
decimal point. The new twelve-digit display was re- 
quired because of the narrower plastic case of the 
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Fig. 1. HP -21 Scientific Calculator 

new family. 

In spite of the shorter display, there was still a re- 
quirement that the calculator have ten-digit preci- 
sion. To meet this requirement, the decimal point 
was moved so that it appears next to a digit. Also, a 
decision was made to show a maximum of eight man- 
tissa digits when an exponent is displayed, so two of 
the display digits do double duty, sometimes as man- 
tissa digits, and other times as exponent sign and 
digit. 

The HP-21 never gives a misleading zero answer. 
When the user has specified fixed notation and the 
non-zero answer of a function would be formatted as 
a zero, the HP-21 changes to scientific notation for 
that answer. When the HP-21 shows zero, it means the 
answer is zero to ten digits. 

HP-22 Business 

The HP-22, the business member of the new calcu- 
lator family, was intended to be an "HP-70-Plus". 
Again, experience from programming the HP-70 and 
many new microinstructions allowed the product to 
grow functionally until it provided an array of mathe- 
matical, statistical, and storage capabilities in addi- 
tion to the financial functions we had originally 
hoped to add. 

The HP-22 is the first of our financial calculators to 
include e* and In functions on the keyboard. It is 
also the first of our financial calculators to provide 
linear regression and linear estimate. These func- 
tions, as well as arithmetic mean and standard devia- 
tion, are executed using data automatically accumu- 



lated with the v + key. In combination, the arithmetic 
and statistical functions allow calculation of such 
things as exponential and logarithmic regression, 
power curve fit, and trend lines with uneven periods, 
a powerful set of computational tools for the financial 
analyst and forecaster. 

Greatly expanded storage is available to the user. 
There are ten user-addressable registers with storage 
arithmetic similar to that of the HP-25. There are also 
five financial storage registers — one associated with 
each of the basic financial parameters (n, i, PMT, PV 
and FV).* The basic functions defined by these five 
top row financial keys are the same as those in the 
HP-70 and HP-80. 4 

These registers combined with internal status indi- 
cators (one for each parameter) and an internal data- 
input counter form a flexible system for solving finan- 
cial calculations. When the calculator is turned on, 
the system might be thought of as looking like this: 
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The financial functions require that the contents of 
exactly three of the financial parameter registers be 
specified as input data, that is, three status indicators 
must be set and the data input count must equal 
three. 

When data is entered the associated status indica- 
tors are set and the data input counter is incre- 
mented. For example, if two items of data have been 
entered (say n = 360 and PMT = 341.68) the system 
might look like this: 
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If a status indicator is already set, entering data for 
that parameter will simply overwrite the previous 
register contents. For example, pressing n in the above 
situation would cause the 360.00 to be overwritten 
with whatever was in the display. The status indica- 
tor would remain set and the counter would remain 
at 2. Once three status indicators are set, pressing a 
financial key for which the status indicator is not 
set will trigger an attempt to execute that function. 

* n: number of time periods; i: interest rate per period; PMT: payment amount; PV: present value or 
principal; FV: future value 




Fig. 2. HP-22 Business Calculator 
Say the system looks like this: 
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Pressing pv will cause calculation of PV in terms of 
n, i and PMT while pressing FV will cause calcula- 
tion of FV in terms of n, i and PMT. 

When a function is executed and an answer is cal- 
culated, the answer is stored in its associated register 
for possible later calculations. The status indicators 
and counter remain unchanged because the input 
parameters have not changed. 

There is a reset function, which resets all five sta- 
tus indicators and resets the counter to zero, allow- 
ing a different combination of input parameters to 
be specified. However, the data remains in the regis- 
ters and can be recalled using the RCL prefix key. 

Besides the new flexibility in the basic financial 
functions some new functions have been added: %X 
(percent of sum), ACC(accumulated interest), BAL 
(remaining balance), and the annuity switch 
(BEGIN r END). 

A running total can be kept using the £+ key. The 
%1 function can then be used to find what percent of 
that total any given number is. 

Accumulated interest and remaining balance are 
also new. Just enter the loan amount PV, the periodic 
interest rate i, and the payment amount PMT. To find 



the accumulated interest between two periods, say 
from payment 13 through payment 24 enter the pay- 
ment period numbers in storage registers 8 and 9 and 
press ■ ACC. If you then press ■ BAL the HP-22 
will calculate the remaining balance on the loan after 
the payment indicated in register 9 is made (in this 
case after payment 24). 

Annuities are often referred to as being "ordinary 
annuities" or "annuities due". These terms distin- 
guish situations where periodic payments are made 
at the beginning of the period (for example, rents or 
leases are annuities due) from payments made at the 
end of the month (a mortgage, for example, is an or- 
dinary annuity). The HP-22 features the annuity 
switch to make this distinction. Place the switch in 
the BEGIN position and any annuity calculations will 
be made assuming that payments occur at the begin- 
ning of the payment period. Place the switch in the 
END position and annuity calculations will be made 
assuming that payments occur at the end of the pay- 
ment periods. 

The HP-22 uses the same general solution tech- 
niques for the financial functions as the HP-80. 4 Execu- 
tion of the equations involves numerous internal sub- 
routine calls to +, — , x, -S-, y x , and In (this is par- 
ticularly true for the iterative solutions for i). This 
means that the standard round-off errors in these 
routines are compounded by the time the final solu- 
tion is reached. To improve the final results given by 
the HP-22, improvements were made to the standard 
HP-21-family arithmetic subroutines. The y x algo- 
rithm was extended to handle negative numbers to 
integer powers — for example ( — 2) 2 or ( — 2)~ 2 — and 
a subroutine was developed to calculate the expres- 
sion (l+y) x , which occurs frequently in financial 
equations. 

HP-25 Programmable Scientific 

The HP-25 was originally conceived as an ad- 
vanced scientific calculator. It was specified as hav- 
ing 2048 microinstructions, twice as many as the 
HP-21. Also, it was to contain a new integrated cir- 
cuit, a sixteen-register data storage chip. Because 
of improved microinstructions and experience 
gained by microprogramming the HP-21, the HP-25 
finally appeared not only as a scientific calculator 
with many more functions than the HP-21, but more 
importantly, with 49 steps of user programming. 

The real power of the HP-25 is its easy program- 
ming. The programming is based on key phrases 
rather than keystrokes. A key phrase is simply a se- 
quence of keystrokes that together perform one func- 
tion or operation. For example, both f SIN and 
STO + 5 are key phrases, but they contain two and 
three keystrokes, respectively. The program memory 
contains numbered locations for 49 key phrases. When 




Fig. 3. HP-25 Programmable Scientific Calculator 

the user writes a program, the calculator merges key- 
strokes into key phrases and stores the instructions in 
program memory. 

Editing a program is particularly easy. In program 
mode, the display shows the step number and the 
key phrase stored there (see page 6) . The key phrase is 
displayed as the row-column coordinates of the key- 
strokes that make it up. The digit keys are represented 
by a zero followed by the digit, and the other keys are 
described by a row digit followed by a column digit. 
For example, the f key is in the first row of keys and 
the fourth column, so its coordinate is 14. The key 
phrase f SIN appears as 14 04, and STO + 5 appears as 
23 51 05. 

One innovative feature of the HP-25 is the behavior 
of the SST (Single Step) key in run mode. This key 
was designed to help the user debug programs. It al- 
lows the user to execute his program one key phrase 
at a time. When the SST key is held down, the display 
shows the line number and the key phrase that is to 
be executed next. Releasing the SST key executes just 
that key phrase, and the numerical results appear in 
the display. This new feature makes debugging pro- 
grams quite easy because the user can tiptoe through 
his programs, seeing both the key phrases and their 
results, one phrase at a time. The display when the 
SST key is held down includes the step number, so 
checking program flow and branching is easy. 

The HP-25 contains a number of functions that 
make programming simpler. In program mode, the 
SST key and the BST (Back Step) key allow the user to 
step forward and backward through the program mem- 



ory. Eight comparisons allow the program to react 
depending on the data in the calculation stack. To- 
gether with the GTO (Go To step number) operation, 
programs can branch and loop based on numeric 
results. A function that is new to pocket calculators is 
PAUSE. When encountered in a program, the calcula- 
tor stops for a second, displays the most recent result, 
and then continues the program. This is useful when 
programming iterative functions because one can 
watch the function converge or diverge. 

The HP-25 has line-number-based static program- 
ming. Key phrases go into numbered locations in mem- 
ory, overwriting the previous contents. Branching 
in the program is to the step number of a phrase. This 
is in contrast to the HP-65 type of programming. 3 In 
the HP-65, keycodes shift around in the unnumbered 
memory as steps are inserted and deleted, and 
branching goes to label keycodes contained in the 
memory. 

The HP-25 merges keystrokes into key phrases us- 
ing a microcoded finite state machine. The machine 
carefully checks for undefined key sequences. When 
a valid key phrase is completed, an eight-bit code is 
fabricated. If the calculator is in run mode, the code 
is immediately decoded and executed. In program 
mode, the code is copied into the program memory 
and then decoded to generate the row-column dis- 
play. The data registers used for program storage are 
56 bits long. Each register can contain seven key 
phrase codes. Seven such registers comprise the pro- 
gram memory, so all together there are 49 key phrase 
locations. 

The HP-25 contains a data storage integrated cir- 
cuit with sixteen registers of 56 bits each (14 BCD dig- 
its). Seven registers are for user programming, eight 
are for user data, and one is used for the LAST x 
function. 

Another innovative feature of the HP-25 is a new 
mode of formatting the displayed result, called engi- 
neering notation. This is a selectable format that 
makes calculated answers easier to understand. Imag- 
ine a problem that deals in physical units of mea- 
sure, such as seconds. Say the answer to the problem 
in scientific notation is 5.00 —05. Now this is a 
valid answer, but not as clear as it could be. Setting 
the HP-25 into engineering notation gives the answer 
as 50.0 —06 which is easy to read instantly as 50 
microseconds. Engineering notation forces the 
power-of-ten exponent to be a multiple of three and 
adjusts the decimal point to give the correct answer. 
If the above answer is multiplied by 10, it gives 
500. -06 or 500 microseconds. Multiplying again 
by ten gives 5.00 -03 or five milliseconds. 

Design Details 

Several improvements in the instruction set of the 



An Example of HP-25 
Programming 



A simple ecological model of interacting populations con- 
sists of rabbits with an infinite food supply and foxes that prey 
on them. The system can be approximated by a pair of nonlin- 
ear, first-order differential equations: 



dr 

dt 



2r - art 



dt 



(change in rabbits with time) 
(change in foxes with time) 



where r is the number of rabbits, f is the number of foxes, and 
a is a positive constant to show how frequently rabbits and 
foxes meet. When a = there are no encounters; the rabbits 
keep breeding and the foxes starve. For a specific a, the 
probability of encounter is proportional to the product of the 
numbers of foxes and rabbits. A reasonable choice for a is 
0.01. 

One way to solve this problem numerically is a simple Euler 
method, solving equations of the form: 

Xn+1 = x n + h • f (X n ) 

using a small step size h, where h represents a small increment 
of time. The equations become: 

r n+ i = IT, + h • (2r n - ar n f n ) 

fn + 1 = fn + h • (-f + ar n f n ) 

The features of the HP-25 make it ideally suited for problems 
of this type. The results can be plotted by hand on a graph of 
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foxes versus rabbits. Note that the calculations give ten-digit 
floating-point numbers, but the display is always truncated to 
an integer. 
Example: 
a= 0.01 



h = 


0.02 


i"n= 


300 


fo = 


150 



A plot of foxes versus rabbits is a circular loop with a period of 
about five time units (250 iterations). The rabbit minimum is 1 4, 
the maximum is 342 on the first loop. The fox minimum is 54 and 
the maximum is 478 on the first loop. 
r = 100, f = 200 is a constant solution. 
HP-25 Program Form 
T„ie Rsbbrts vs_ Poxes Page of 
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HP-21-family microprocessor made life much easier 
for the microprogrammer. Three of the most useful 
improvements were 12-bit subroutine addresses, the 
digits-to-ROM-address instruction, and the data 
register instructions. 

In the HP-35 microprocessor, the microinstruction 
address was only eight bits long. Each 256-word 
ROM would turn itself on or off as ROM-select instruc- 
tions dictated. There was only one level of subroutine 
and the return address had only eight bits. The HP-21 
microprocessor uses a twelve-bit address. A given 
ROM responds only when it sees an address it con- 
tains. Subroutines can be located on different ROMs 
and easily return to the correct next instruction. The 
new processor can save two twelve-bit subroutine 
return addresses. Two levels make it possible for one 
subroutine to call another. 

A new processor instruction takes two calculated 
digits as the next microprogram address. This in- 
struction is exactly like a computed GO TO instruc- 
tion in some programming languages. This instruc- 
tion made the HP-25 possible. It is used for both key 
phrase execution and key phrase display. The eight- 
bit key phrase code is broken down into groups of 
phrases such as GTO codes, STO codes, f, and g 
codes. Then the code is either used to generate a dis- 
play (for the SST key) or is executed (run mode). 

The data storage chip used in the HP-35 family 
required that a calculated address be sent from the 
processor to activate one register. Then the register 
could be written into or read from. When the HP-25 
data storage chip was designed, this mode of opera- 
tion was retained, because a calculated address is 
needed for STO, RCL, and programming. However, 
enough microinstructions were available to define 
separate instructions to read or write in each register. 
This simplified the HP-22 microprogramming by al- 
lowing any financial register to be accessed internal- 
ly with a single microinstruction. 

One change in the system design of the HP-21 
family was putting the display segment drive in the 
ROM integrated circuit. Which segment to power is 
determined by an accessory ROM composed of six- 
teen words of seven bits each. The words to 9 are 
used to generate the digits. One word, 15, is a blank. 
Three of the remaining words generate the letters E, 
r, and o, which the HP-21 family uses to spell "Error," 
telling the user that an operation is illegal. One re- 
maining word generates the letter F. This is used by 
the HP-25 to spell "OF" when a storage register over- 
flows. Since the display generator is a tiny ROM on 
the microcode ROM, it can be changed to create new 
characters for new calculators. 
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Inside the New Pocket Calculators 

The HP-21 type of calculator isn't just a stripped-down 
version of older HP pocket calculators, but an entirely 
new design. 

by Michael J. Cook, George M. Fichter, and Richard E. Whicker 



THE HP-21 AROSE FROM THE NEED to follow its 
predecessor, the HP-35, with a lower-priced 
hand-held scientific calculator. The HP-35 was, in a 
way, a tough act to follow. Its low-cost successor 
couldn't be merely a stripped-down factory special, 
for it isn't possible to change part of the HP-35 design 
without destroying the integrity of the design. 

Instead, the HP-21 required a totally fresh design 
with an integrity of its own, taking advantage of late 
refinements of technology in the areas of displays, 
integrated circuits, batteries, and assembly. 

The HP-21, for the most part, uses the architecture 
of the HP-35 but requires fewer integrated-circuit 
packages to implement all the functions found in the 
earlier chip set (see Fig. 1). Two reductions in pack- 
age count were obtained by combining the anode 
drivers with the ROM into one 18-pin plastic package 
and by incorporating all the arithmetic, register, and 
control circuits on a second chip in a 22-pin plastic 
package. Clock driving circuits are contained on each 
chip, thereby saving one more package. 

Another improvement, both in cost and in appear- 
ance, is the use of a smaller, two-cell battery. The 
nominal 2.5-volt supply must be converted to four 
volts for operating the displays, resulting in some loss 
of efficiency, but since the bipolar display cathode 
driver now used does not require a converted voltage, 
the loss is nearly made up. 

Arithmetic, Control, and Timing Circuit (ACT) 

This circuit combines the functions of the first 
generation's arithmetic and register circuit, control 
and timing circuit, and clock driver circuit and in- 
cludes several new capabilities. All of these circuits 
could not simply be put together unchanged because 
more pins would have been required than were on 
the package. To reduce this number, several pins are 
used for multiple functions. The cathode driver 



scans the key rows, so the ACT circuit needs only 
five lines to scan the key columns and one line to 
synchronize the cathode driver, instead of the pre- 
vious design's eight lines for the key rows and five 
lines for the key columns. One line is used to send 
display data to the ROM and anode driver as well as 
to send addresses and receive instructions. The 
older design used ten lines for these functions. 

The addressing structure has been changed to al- 
low direct addressing of 4096 instructions. This 
means that at the end of a subroutine, control can 
pass back to the calling location from any location, 
instead of from only 255 locations. An additional 
level of subroutine nesting is included, so one sub- 
routine can be called from within another. The num- 
ber of status bits is increased to 16, and a four-bit 
register has been added to remember the display for- 
mat requested by the user. 

The original HP-35 stack is retained, but there are 
now two storage registers on the ACT circuit instead 
of only one. This is not readily apparent to the HP-21 
user unless he needs to use the full stack and do tran- 
scendental functions at the same time. In the HP-35 
the highest entry of the stack was lost, whereas in the 
HP-21 it is not lost. The stack registers are labeled 
X (display), Y, Z, and T. The storage registers are M 
and N. There are three working registers: A (= X), 
B, and C. 

The ACT circuit also performs hexadecimal (modu- 
lus 16) arithmetic in addition to decimal. This func- 
tion is used in display formatting in the HP-21 and 
HP-25, but may be of more interest to designers if the 
ACT circuit is to be used in instruments. 

Data Storage Chip 

This optional chip is used in the HP-22 and HP-25. 
To allow it to store programs, it was arranged that 
keycodes could be sent either to the ROM or to the A 
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Fig. 1 . The three members of the HP-21 family differ in the amount of read-only memory and data 

storage they contain. Keys activate microprograms stored in the ROM, causing the arithmetic, 

control, and timing circuit to perform the indicated function. 



register on the ACT chip, and that the A register 
could send previously stored keycodes to the ROM. 
The C register communicates with the data storage re- 
gisters, so by exchanging portions of the contents of 
the A and C registers, keycodes could be sent to and 
retrieved from the data storage registers. To aid in 
editing programs (i.e., sequences of keycodes], a cir- 
cular shift function was added to the A register. This 
enables the data in the A register to be rotated with- 
out losing information. 

The data storage chip is more versatile than its pre- 
decessor in that direct register addressing is pos- 
sible, that is, the instruction itself contains the number 
of the register into which data is to be stored, or from 
which data will be retrieved. Previously a register 
number had to be built up in the C register, and then 
two instructions used, "C to data address" and either 
"C to data" or "data to C." These indirect data regis- 
ter addressing instructions are also still available. 



ROM 

The ROM consists of 10,240 bits of read-only mem- 
ory, organized as 1024 words of 10 bits each. Four 
pages of microinstructions can be stored on one chip, 
and up to four chips can be addressed directly by the 
ACT circuit. 

12-bit addresses are received on the instruction/ad- 
dress (I s ) line, least significant bits first. The two 
most significant bits enable one of four chips to out- 
put instructions onto the I s line. Thus, up to 4096 mi- 
croinstructions may be programmed in a maximum 
system. Unlike the HP-35 quad ROM, any 12-bit ad- 
dress sent to the ROM chip will be recognized, regard- 
less of previous addresses. 

Display Circuit 

During each 56-bit word time, the ACT chip sends 
information to the ROM/display chip for displaying 
one digit. A character ROM in the display circuit con- 



verts the input to seven-segment format and then 
multiplexes through the segments sequentially. 
With a 12-digit display, the duty cycle for each seg- 
ment is 1/96 or about 1%. This requires a peak current 
of 30 mA to maintain an average current of 300 /xA. 
This is a relatively high current for MOS and requires 
devices well over 100 mils (0.25 cm) wide. 

To allow the use of multiple ROMs without dupli- 



cating the display function, a mask option can elimin- 
ate all power consumed in this portion of the chip. 
Typically, ROM contains the display function and all 
other ROMs do not. 

Five of the characters in the display ROM may be 
reprogrammed to any seven-segment character. 
Three of these characters generate E, r, and o to 
spell Error. 



Packaging the New Pocket 
Calculators 

by Thomas A. Hender 



Objective: design a "shirt-pocket" calculator package for 
minimum factory cost, with reliability equal to or better than that 
of the HP-35 family. HP quality standards must be maintained. 

Shirt-pocket size was achieved by reducing the number of 
keys from 35 to 30 (one less horizontal row) and by spacing the 
keys closer together. Spacing is the minimum deemed comfort- 
able for the majority of users. Also, the display was reduced 
from 15 to 12 digits, and decimal points share positions with 
their digits. 

The HP-21 uses only two rechargeable size AA Nl-Cad bat- 
teries instead of the three required in the HP-35 family. This fea- 
ture saves almost thirty grams of weight. The total weight of the 
HP-21 is 165 grams. Apart from the obvious weight saving ac- 
companying its smaller size, the HP-21 package contains 
fewer parts: no backbone support, no key-spacing grid and no 
display window welding frame. Structural rigidity is designed in- 
to the monocoque or box shape of the battery compartment in 
the bottom case, and in the heat-staked egg-crate configura- 
tion of the top case and keyswitch printed circuit assembly 
(plastic posts on the top case fit through holes in the keyswitch 
printed circuit assembly; heat is then applied to deform the ends 
of the posts and rivet the two parts together). 

Lower production costs of this package are mainly due to 
minimal assembly time, including testing. Only two screws fas- 
ten the HP-21 together — a reduction of ten from the HP-35. The 
display is an integral plug-in assembly. Modular construction 
eases handling and any necessary touch-up operations; for 
instance, there are no electronic components or soldering on 
the keyswitch printed circuit assembly. 

The battery pack case doubles as part of the calculator's bot- 
tom outside surface, eliminating a separate battery-retaining 
panel. The battery jumper spring provides the force that holds 
the pack in the calculator, so latches are not needed. Battery 
terminals are automatically assembled into the logic board dur- 
ing fabrication. This feature eliminates the manual wiring and 
terminal fastening required in the previous generation's de- 
sign. The ac terminal pins are mounted similarly. Electrical 
integrity is provided by a flow-soldering operation which 
connects all electronic components to the logic board. All keys 
except the blue prefix key are molded in two clusters, which are 
mechanically separated during loading into the keyboard bez- 
el. This reduces the number of parts handled from thirty to 
three and minimizes assembly operator errors and fatigue. 
That this innovation works is largely because of the creative 
efforts of the plastic mold designers and craftsmen of the HP 
Manufacturing Division, whose continuing high standards of ex- 
cellence contributed much to the success of the HP-21. The 



over-center breakaway tactile feel of our former calculator 
keys has been retained, and the molded design of the key-strip 
actuating surfaces on the undersides of the keys eliminates the 
control bumps needed on earlier models. 
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Cathode Driver 

In designing the cathode driver circuit for the 
HP-21 calculator, the main objective was to have a cir- 
cuit with extremely low power consumption, a prime 
requirement for the HP-21 since only a two-cell bat- 
tery pack is used. Functionally, the custom designed 
bipolar driver chip consists of a 12-bit shift register, 
twelve cathode drivers each with a current limiting 
feature, low-battery detection circuit, input buffer, 
and timing control gating. The 12-bit shift register 
turns on the twelve cathode drivers one at a time. 

The LED digit display drive technique used in the 
HP-21 is different from that employed in the HP-35. 
In both cases the segment drivers (anode) and the dig- 
it drivers (cathode) are scanned one digit at a 
time, one segment at a time, but the HP-21 does it by 
switching dc voltages while the HP-35 uses an induc- 
tive charge-discharge method. When they are on, the 
anode drivers of the HP-21 are dc sources for the in- 
dividual LED segments, while the anode drivers for 
the HP-35 drive each LED segment indirectly by first 
charging an inductor which then discharges through 
the LED segment. The HP-21 method requires signifi- 
cantly fewer components. 
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conductor company, designing 
more than 50 MOS LSI circuits and 
serving briefly as MOS applications and marketing manager for 
that company in Germany. He speaks German and French as 
well as English and is a student of comparative linguistics. 
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Correction 

The article entitled "Active Probes Improve Precision ot Time Interval Measurements" 
(Hewlett-Packard Journal, October 1975) understated the accuracy achieved by the Model 1722A 
Oscilloscope in time interval measurements. The accuracy of the Model 1 722A for main time base 
settings between 100 ns/div and 20 ms/divis specified conservatively as ±0.5% of measurement 
±0 02% of full scale for measurements less than 1 cm, and ±0.5% of measurement ±0.05% 
of full scale for measurements greater than 1 cm. Typical measurement accuracies are more than 
three times better than this. The time base calibration period has not been specified because it 
has not been a significant contributor to inaccuracy. Experience shows that yearly calibration may 
be sufficient for instruments maintained in a laboratory environment. The time base temperature 
coefficient is specified as ±0.03%/°C and short term stability is better than 0.01%. 



11 



Thomas A. Hender 

Tom Hender was responsible for 
the product design and pack- 
aging of the HP-21 series. Born in 
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FEATURES AND SPECIFICATIONS 



HP-21 Scientific Calculator 

PREPROGRAMMED FUNCTIONS 
ARITHMETIC: -. -, x, + 
LOGARITHMIC; e x , In x, log x. 10* 
TRIGONOMETRIC: sin x, arc sin x, cos x, arc cos x, tan x, 
OTHER: y*. \ x. 1/x, n, rectangular/polar coordinate c 

radians mode selection 
REGISTER ARITHMETIC: addition, subtraction, multiplication, or division 
operations can be performed on data in storage register. 
NUMERIC NOTATION 
FLOATING POINT: 10 digit mantissa and sign 
SCIENTIFIC: A sign and integer followed by up to seven possible decimal 

places. The exponent consists of a sign and two digits. 
MIXED FLOATING POINT AND SCIENTIFIC: Mixed numeric notation may be 
entered as data After performance of any operation data reverts to floating 
point or scientific notation as applicable. 
ROUNDING TO LAST DISPLAYED DIGIT: Internal operations are calculated to 
within 10 digits. 
DISPLAY 
NUMERIC AND DECIMAL POINT: Eight-segment, light- emitting diode (LED). 
Digit and decimal point are contained within a single eight-segment LED 
digit. 
SIGN; Eight-segment light-emitting diode 
12-digit display including two sign digits 
MAXIMUM DISPLAY NUMBER: =9.9999999 x 10 ±! " 
DISPLAY FORMAT: Fixed notation and scientific notation as specified 
SPECIAL INDICATIONS: 

Overflow: All nines (9.9999999 99) 

Underflow: Zero in scientific notation. In fixed notation automatically 

reverts to scientific notation for small numbers that 
would otherwise appear to be zero. 
Low Battery: Inverted decimal points for 30 seconds to ti hour be- 

fore display blanks 
Improper Operation: "Error" written on display. 
DYNAMIC RANGE: 9.999999999 - Iff" to 1. - 10"™ and 0. 
NUMBER OF KEYS: 30, 1 on/off switch, 1 degree/radian switch 
MEMORY REGISTERS: six total 

Four working registers in an operational stack 
One storage register 

One hidden register for trigonometric function computation 
DATA ENTRY 
Exponent entry 
Negative number entry (CHS) 
PACKAGING 

High-impact, contoured beige plastic (ABS) calculator case 
All solid state electronics 
Light- emitting diode (LED) display 
SPEED: a one second maximum for all preprogrammed functions (200 kHz clock 

speed) 
POWER 

RECHARGERS: European, 103-127 and 206-254 Vac 50-60 Hz; U.K. Desktop, 
206-254 Vac, 50-60 Hz; United States, 90-127 and 180-254 Vac. 50-60 Hz, 
5 watts, plastic box. Recharger warm to the touch in normal operation 
BATTERY: 350 mW derived from 2-cell quick recharge nickel-cadmium battery 
pack. Operating time 3 to 5 hours Approximately 6 hours to recharge com- 
pletely discharged battery pack when calculator is not in operation. Approxi- 
mately 17 hours to recharge completely discharged battery pack when calcu- 
lator is operating under maximum load (all 8's displayed) Battery pack must be 
in place for calculator to operate. 
WEIGHT 

CALCULATOR WITH BATTERY PACK: 6 oz (170 grams) 
RECHARGER: 5 oz (142 grams) 



SHIPPING WEIGHT: 
CALCULATOR DIMENSIONS 

LENGTH: 5V a in (13,02 cm) 
WIDTH:2 11/16 in (6.83 cm 
HEIGHT: 1 3/16 in (3.02 cm; 
PRICE IN U.S.A.: $100. 



2 grams), approximately. 



HP-22 Business Calculator 



FINANCIAL FUNCTIONS: 

n Number of periods 

i Periodic interest rate 

PMT Periodic payment amount 
PV Present value of money 
FV Future value of money 



12< Converts yearly periods to monthly periods 

1 2 * Converts annual interest to interest rate per month 

ACC Computes accumulated interest between any two time periods of a loan 

INT Calculates simple interest 

BAL Gives remaining loan balance at any point in lime 

%£ Percent one number is of total 

% Calculate percentage of a number 

4% Percent of difference between two numbers 

BEGIN-END SWITCH: This switch is a special convenience which works in 
conjunction with the (inancial keys in calculating payments due at the beginning 
or end of the period for annuities, leases, loans and other transactions. 
STATISTICAL FUNCTIONS: 

1+ Provides the number of entries and sums two variables 

1- Adjusts data, corrects an incorrect 1 + entry 

L.R. Linear regression; linear functions between two points 

y Linear estimate 

x Mean or arithmetic 

s Standard deviation 

MATHEMATICAL FUNCTIONS: 

In Computes natural logarii 

e* Natural antilog; raises e 



HP-25 Programmable Calculator 



Ra;s- 



■■'■r,v:r , 






ase e) of value in display 
value in display 



a negative number 



with full register arithmetic 



\ x Square root of number in display 

ARITHMETICAL FUNCTIONS: 

Subtract 
Add 
< Multiply 

CHS Changes a posith 
MEMORY REGISTERS: 
10 separate addressable n 
5 financial regist 
4 operational stack registers with stack roll-down for review 
DATA MANIPULATIONS: DISPLAY CONTROL; STORAGE FUNCTIONS: 
x=y Exchange contents of the X and Y registers 

R J Rolls down the stack to review contents 

CLX Clears display 

CLEAR Clears display, stackand storage registers; resets financial status 

indication 
RESET Resets financial status indicators and clears only statistical data 
ENTER! Copies number displayed in X register into Y register; also separates 

numerical entries by moving entries up in operational stack 
RCL Recalls a number lo the X register from a storage register 

STO Stores displayed value into one of the 10 storage registers 

Gold shift key; selects functions printed in gold on keyboard 
DISPLAY: 

10 significant digits (8 < 2 digit exponent displayed in scientific notation). 
Fixed decimal notation with automatic overflow and underflow into scientific 

Scientific notation with dynamic range of 10 to 10 

Automatic decimal point positioning and selective round-off 

Indicators lor improper operations (Error in display) and low battery condition 

(lighted decimal points) 
Light-emitting diode (LED) display recessed for better contrast in harsh lighting 
DESIGN SPECIFICATIONS: 

Operates 3 to 5 hours on rechargeable batteries (under 6 hours to recharge) 

Specially designed recessed plug to prevent erroneous insertion of improper 



Solid state electronics with all critical connections gold-plated 
Tactile feedback keyboard Positive contact action a: 

Heavy gauge compact case contoured to fit the hand 

Ultrasonically welded impact resistant case 

Plastic liquid-barrier shield under keyboard sealed 

Keys are double injection molded to help prevent t 
PHYSICAL SPECIFICATIONS: 

CALCULATOR LENGTH: 5Va in (f3.02 cm) 

CALCULATOR WIDTH: 2 11/16 in (6.83 cm) 

CALCULATOR HEIGHT: 1 3/16 in (3.02 cm) 

CALCULATOR WEIGHT: 6 oz (170,1 g) 

RECHARGER WEIGHT: 5 oz (141.8 g) 

SHIPPING WEIGHT: approx IVi lb (680 g) 

OPERATING TEMPERATURE RANGE: 32? 

CHARGING TEMPERATURE RANGE: 59"F t 

STORAGE TEMPERATURE RANGE: -40°F to 131'F (40X to 55'C) 
POWER REQUIREMENTS: 

AC: 100-127 V or 200-254 V, ±10%, 50 to 60 Hz, 5 watts . 

BATTERY: 2 75 Vdc nickel-cadmium rechargeable battery pack 
PRICE IN U.S.A.: $165 



resist entry of n 

legend from wearing off. 



113T(0 ; C to45 ,; C) 
104°F (15X to40°C) 



PROGRAMMING: 

Program writing capability 

Single step execution or inspection of a program 

Pause (to display intermediate result) 

Program editing capability 

8 relational tests: x<y. x=y, x^y, x<0, x^0, x-0, > 

Conditional branching 

Direct branching 
KEYBOARD COMMANDS: 

TRIGONOMETRIC FUNCTIONS: 
3 angular modes (degrees, radians, grads) 
Sin x 



Rectangular coordinates — polar 
Decimal angle (time) = Angle in 
LOGARITHMIC FUNCTIONS: 



or di nates 

jrees (hours)/ minutes/ seconds 



ving n, ix, 



STATISTICAL FUNCTIONS: 
Mean and standard deviation 
Positive and negative 

OTHER FUNCTIONS: 

Integer (gives only integer portion of number) 
Fraction (gives only fractional portion of numbe 
Absolute (gives absolute value of x) 



Register arithmetic in all 8 addressable registers 

Addition, subtraction, multiplication or division in serial, mixed serial, chain or 
mixed chain calculations. 
DATA STORAGE AND POSITIONING OPERATIONS: 

Data entry 

Stack roll down 

x,y interchange 

Data storage 

Data recall 

Change sign 

Enter exponent 
MEMORY: 
4-register stack 
"Last x" register 
8 addressable registers 

P-Ogram -ipmn'y <c jfnragp Of UC 'O 49 steps 

LIGHT-EMITTING DIODE DISPLAY: 

Displays up tc 10 signif-oant digits. 8 plus twodig-t exponent in scientific ano 
engineering notatior and apcroonato signs Three seiectabe display mooes 
1xed point 'w-tn automatic ovc'inw a - «J ji-jc'L-m if.) scie'i'ihi:; e'i<ji-i»ei:-irj. 
and scientific witti dynamic range o' to to 10 Automatic decimal point 

positioning Selective round-off range Oil) digits in fixed point. 08 digits in 
scientific. 0-8 in engineering notation. Error appearing m display indicates 
imoroper operation, low bafte*y rdicator 

GENERAL SPECIFICATIONS: Operates on fa si charge hattory pack or ac. 
(Batte-Y recharges in 6-17 hours) Tgctiio feedback koyooa'd Poiyetholene 
hqu'dbar'ier shield under Keyboard Compact case of high-impact plastic with 
recessed dsplay Recessed recharger. ac plug receptacle Solid state 



OPERATING SPECIFICATIONS: 

POWER : AC: 1 15 or 230 V. ± 1 0%, 50 to 60 Hz, 5 watts. Battery: 500 mw deri\ 

from nickel-cadmium rechargeable battery pack, 
WEIGHT: HP-25: 6 oz (170 g) with battery pack. Recharger: 5 oz (142 g). 
SHIPPING WEIGHT: Approx 1.5 lbs (.7 kg). 
DIMENSIONS: 
LENGTH: 5.1 inches (13.0 cm) 
WIDTH: 2.7 inches (6.8 cm) 
HEIGHT: 1.2 inches (3.0 cm) 
TEMPERATURE RANGE: 

OPERATING: 32°F to 113°F (0°C to 45°C) 
CHARGING: 59° to 104°F (15°C to 40X) 
PRICE IN U.S.A.: £195 

MANUFACTURING DIVISION: ADVANCED PRODUCTS DIVISION 
19310 Pruneridge Avenue 
Cupertino. California 95104 U.S.A. 
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A New Microwave Link Analyzer for 
Communications Systems Carrying up to 
2700 Telephone Channels 

Multiplexed communications systems can operate at full 
capacity only when distortions are at a low level. This new 
instrument helps optimize the performance of wide- 
bandwidth systems. 

by Svend Christensen and Ian Matthews 



MICROWAVE LINK ANALYZERS, by detecting 
and displaying the transmission characteristics 
of microwave communications systems, help find 
the causes of distortion — distortion that unless cor- 
rected would degrade signal-to-noise ratio, reduc- 
ing system capacity. 

A new microwave link analyzer is designed to 
test communications systems that use an intermedi- 
ate frequency (IF) of 140 MHz. A growing number of 
microwave links employ the 140-MHz IF which 
allows transmission bandwidths enabling trans- 
mission of up to 2700 voice channels simultaneously. 



The wide bandwidth, however, also makes a system 
more vulnerable to those forms of distortion that af- 
fect the higher modulation frequencies. Conse- 
quently, the new microwave link analyzer (MLA) was 
designed to include functions involving baseband 
test signals as high as 12 MHz. 

As in earlier HP MLA's, 1 the basic measurement 
principle used in the new MLA, HP Model 3790A 
(Fig. 1), is to explore the passband of a frequency- 
modulated system with a low-level, high-frequency 
test signal superimposed on a high-level, low- 
frequency sweep signal (Fig. 2). Applied to the sys- 




Fig. 1 . The new microwave link 
analyzer consists of a transmitter 
(Model 3790A, lower unit) that 
generates appropriate communi- 
cations-link test signals, and a 
separate receiver (Model 3792A, 
upper unit) that measures the 
characteristics of the test signals 
after they have been passed 
through the device or system 
under test. Results are displayed 
as measured quantity versus fre- 
quency on the dual-trace CRT dis- 
play. Measurements are made 
with this system either at the base- 
band level or at the newly- 
adopted 140-MHz IF level. 
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Test 
Signals 



Composite 
Signal 



Recovered 
Test Signals 



Fig. 2. The MLA measurement 
principle. The composite signal 
frequency-modulates the system 
under test. Level variations in 
waveform B at the rate of C are 
processed and displayed as a plot 
of linearity or differential gain ver- 
sus frequency. Phase variations 
in B with respect to A are proces- 
sed and displayed as group delay 
or differential phase. 



tern under test, the low-frequency signal sweeps the 
high-frequency signal across the system's passband. 
Non-linearities and other distortions arising in the 
system affect the amplitude and phase of the high- 
frequency signal as it is swept. The disturbances in 
amplitude and phase are detected and displayed 
quantitatively at the receiving end of the system to 
provide a measure of the communication system's 
performance (Fig. 3). 

The MLA makes several measurements to analyze 
a system's characteristics. These are: 

Linearity 

Differential gain 

Group delay 

Differential phase 

IF amplitude response. 

It also measures gain, attenuation, power, and re- 
turn loss, and it can provide a spectrum display for 
measuring FM modulator and demodulator sensi- 
tivity by the carrier-null method. 

Sources of Distortion 

The disturbances in the received test signal result 
from three basic sources of distortion in a microwave 




Fig. 3. Typical display provided by the Model 3792A IF/BB 
Receiver, this one showing amplitude linearity (upper trace) 
and group delay as functions of IF frequency. The pulses on 
the upper trace are frequency markers. 



link. One is imperfect voltage-to-frequency and fre- 
quency-to-voltage conversion in the modulators and 
demodulators. The other two are nonlinear phase re- 
sponse and non-flat amplitude response. Nonlinear 
phase response incorrectly repositions the phasor 
components of the FM signal and non-flat amplitude 
response incorrectly reproportions them, as discussed 
on pages 18 through 20. Preservation of the amplitude 
and phase of each phasor ensures the absence of AM in a 
pure FM signal. Any random upset of the critical 
phasor lengths and directions generates AM simply 
because the signal is no longer purely FM. If a signal 
distorted in this manner were passed through a device 
exhibiting AM-to-PM (amplitude modulation to 
phase modulation) conversion, PM would be pro- 
duced which would be detected along with the 
wanted FM, degrading the signal-to-noise ratio. 

Any of these distortions result in noise in telephone 
channels and impairment of television pictures. 

AM-to-PM Conversion 

There are many influences that degrade a broad- 
band communications system, some of which are well 
understood and readily corrected. The significance of 
AM-to-PM conversion, however, is not widely appre- 
ciated so it deserves special consideration. 

To examine the effect of AM-to-PM conversion, 
consider an FM signal in which AM has been genera- 
ted. If the modified signal were applied to a device 
whose phase response is sensitive to amplitude — 
TWT amplifiers and diode limiters are such de- 
vices — phase modulation would result from the 
amplitude modulation. 

Two possibilities now arise. (1) If the AM had been 
generated by nonlinear phase response in a device, 
the phase modulation caused by AM-to-PM conver- 
sion would be in phase with the signal phase modula- 
tion and would affect the FM deviation. AM varia- 
tions would then generate differential gain, the dif- 
ference in system gain measured at two different fre- 
quencies. (2) If the AM had been caused by non-flat 
frequency response, the resulting phase modulation 
would be in quadrature with the signal phase modu- 
lation. In this case, AM variations would give rise 
to differential phase. These mechanisms are ex- 
plained on pages 18 through 20. 
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Fig. 4. Simplified block diagram of the microwave link analyzer and a typical communications 
system. The analyzer can also measure the performance of modems and the other com- 
ponents of a system. 



AM-to-PM conversion is not the only contributor to 
differential gain. Nonlinear phase response gener- 
ates AM with a corresponding decrease in signal PM, 
as shown on page 18. Analysis shows that the differen- 
tial gain caused this way is proportional to the fourth 
power of the baseband frequency and so is much more 
significant in a 2700-channel system than in an 1800- 
channel system. When generated by nonlinear phase 
accompanied by AM-to-PM conversion, or non-flat 
amplitude response, differential gain is proportional 
to the square of the baseband frequency. For these 
reasons, it was considered important for the new 
MLA to have a test frequency at 12.39 MHz, the top 
end of the 2700-channel baseband. 

Besides degrading signal-to-noise ratio in tele- 
phone systems, differential gain and differential 
phase have a pronounced effect on color TV transmis- 
sions. In the NTSC system used in North America, for 
example, color saturation is determined by the level 
of the color subcarrier, and hue is determined by the 
phase. To preserve the integrity of the color satura- 
tion and hue, it is important to minimize differential 
gain and phase occurring on the color subcarrier. 

MLA Basics 

The complete MLA system consists of two units 
with plug-ins as follows: Model 3790A IF/BB Trans- 
mitter with Model 3 791 A BB Transmitter plug-in, 
and Model 3792A IF/BB Receiver with Model 3793A 
Differential Phase Detector plug-in. A simplified 



block diagram of the MLA system and its application 
to a microwave communications link is shown in 
Fig. 4. 

The low-frequency sweep signal is a 70-Hz sine 
wave originating in the IF/BB transmitter. To this is 
added one of eight low-level, high-frequency base- 
band test signals from the BB transmitter plug-in. 
This combined signal can be applied to the system 
under test at the baseband level in place of the multi- 
plexed telephone signal. 

Alternatively, the sweep and baseband signals can 
be used to generate a 140-MHz IF signal, swept up to 
±25 MHz across the IF band by the 70-Hz sine wave 
and modulated over a narrow band by the baseband 
signal. This signal can be applied to the IF channel 
of the transmission system. 

At the receiving end, either the demodulated sig- 
nal or the IF signal may be applied to the receiver. If 
the IF signal is used, the sweep and baseband signals 
are recovered by a precision demodulator within the 
receiver. 

Filters separate the high-frequency and low-fre- 
quency components of the baseband signal. The low- 
frequency sine wave is used for the horizontal sweep 
of the CRT display and the high-frequency baseband 
signal is rectified to derive a dc voltage proportional 
to the baseband signal level. This is applied to the ver- 
tical deflection of the CRT. 

If measurements are made between the IF-in and IF- 
out ports of the transmission system, the CRT then 
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Fig. 5. Block diagram of the trans- 
mitter. Low interaction between 
the sweep and high-frequency 
signals at the IF level is achieved 
by the use of two independent RF 
oscillators. 



displays IF differential gain or linearity. If measure- 
ments are made between BB-in and IF-out, it dis- 
plays modulator linearity (allowing for IF response). 
Between IF-in and BB-out, it displays demodulator 
linearity. Between BB-in and BB-out, the display is 
of overall system linearity, if one of the lower-fre- 
quency test tones is used, or differential gain if 
one of the higher-frequency test tones is used. 

The recovered high-frequency baseband signal is 
also compared in phase to a stable local oscillator 
that is phase-locked to the baseband signal average. 
The result of the comparison, a dc voltage, is applied 
to the CRT vertical deflection. The display then 
shows group or envelope delay if one of the lower- 
frequency baseband signals is used, or differential 
phase if a higher-frequency signal is used. 

Driving the transmitter's modulator with the 
sweep signal alone enables measurements of IF am- 
plitude response. Driving it with only a baseband 
test tone allows measurements of gain, attenuation 
and power. 

The receiver is equipped with a meter that is used 
with an attenuator to give readings of average signal 
level, at either the IF or BB frequency. It is also used 
for readings of return loss when the facilities for that 
measurement are used (not shown in Fig. 4). 

Technical Details 

Bearing in mind the MLA measurement principle 
(Fig. 2), it is evident that the amplitude and phase of 
the high-frequency baseband test signal must not be 



disturbed by the high-level sweep signal during mod- 
ulation. Low interaction is achieved by employing 
separate modulators for the two signals and forming a 
composite signal in a mixer. 

The high-frequency test signal frequency modu- 
lates a 510-MHz oscillator and the 70-Hz sweep fre- 
quency modulates a 370-MHz oscillator, as shown in 
Fig. 5. The selection of oscillator frequencies was 
based on a computer-generated list of possible 
spurious mixer outputs, taking into account the re- 
ceiver IF image frequency. Care was taken to prevent 
coupling between the modulation circuits for the 
two oscillators. 

The two oscillator signals are applied to the mixer 
and the resulting difference frequency is the 140- 
MHz IF. Buffers between the oscillators and the mixer 
minimize the possibility of interaction so the IF 
modulation due to the high-frequency test tone is 
unaffected by the low- frequency sweep. 

Following the mixer are two thin-film amplifiers 
having an amplitude flatness of 0.1 dB or better and 
group delay of less than 0.1 ns over a 50-MHz band of 
frequencies centered at 140 MHz. This performance is 
necessary to minimize distortion of the composite 
test signal. The first amplifier is located close to the 
mixer, presenting a resistive impedance to the mixer 
and a good match to the cable to the second amplifier. 
The second amplifier is located near the front panel 
so that the temperature-compensated levelling de- 
tector, which is on the amplifier substrate, can be 
close to the output connector. 
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Fig. 6. The amplitude response of the thin-film amplifier 
is adjusted by using a hand-held probe to remove the bonds 
that interconnect the arms of the thin-film interdigital ca- 
pacitor (upper center). 

As would be required by any broadband amplifier 
that must have extremely flat amplitude response, 
means must be provided to allow compensation for 
production variances. This is accomplished by using 
a thin-film interdigitated capacitor, pictured in Fig. 
6 and shown as C c in the diagram of Fig. 7. To adjust 
amplitude response during production test of each 
amplifier, a hand-held probe is used to remove bonds 
to the digits one by one until the capacitance needed 
for the best response is obtained. 

A broadband attenuator following the amplifier 
allows an output power range of +10 to —69 dBm in 



1-dB steps with an accuracy of ±1 dB on all ranges 
(±0.5 dB at the +10 dBm output level). 

Test Signal Generation 

All the baseband test signals are derived from or 
locked to a 10-MHz master oscillator. The lower fre- 
quencies (83.3, 250, and 500 kHz) are derived by 
direct division of the master oscillator frequency. 
The higher frequencies (2.4, 4.43, 5.6, 8.2, and 12.39 
MHz) are generated by an oscillator that has switch- 
able crystals. This oscillator is phase-locked to the 
master by dividing its output down to 1 kHz and ap- 
plying it to a sampling phase detector driven by the 
10-MHz master oscillator. The resulting error signal 
phase-locks the switchable oscillator. 

For the low-frequency sweep, a sine wave that has 
all harmonics >45 dB below the fundamental is 
synthesized by a 10-stage shift register. The input to 
the shift register is controlled by a flip-flop that loads 
the register with l's when it is set, and loads it with 
0's when it is reset. The outputs of all the shift-regis- 
ter stages are connected through weighting resistors 
to a summing point with the resistors chosen such 
that half a sine wave, from the trough to the peak, ap- 
pears at the summing point as the shift register is 
loaded with l's. When the first 1 appears at the out- 
put, the flip-flop is reset so 0's are then loaded, gener- 
ating the other half of the sine wave. The first ap- 
pearing at the output then sets the flip-flop again for 
the next cycle. 

The resulting waveform has a stepped appearance 
but the steps occur at the 1.4-kHz clock rate and are 
easily removed by low-pass filtering, leaving a low- 
distortion sine wave. 



(text continued on page 20.) 
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Fig. 7. Circuit diagram of the IF 
amplifier output stage. Frequency 
response is optimized by adjust- 
ing feedback capacitor C c . The 
final stage has a quiescent current 
of 45 mA giving +16 dBm output 
into 75tt with second and third 
harmonic levels of -48 dB and 
-32 dB respectively at 165 MHz. 
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The Detection of AM-to-PM Conversion 
by Means of High-Frequency Test Signals 



There has been growing interest in recent years in distor- 
tions that can occur in wideband FM communications systems 
as a result of AM generated in a network being converted to 
PM in a nonlinear device that follows. The problem is, how to 
detect these so-called "coupled responses." 

The following discussion, involving phasor diagrams and net- 
work phase and gain curves, deals with some physical mech- 
anisms underlying the generation of differential gain and 
how it is affected by AM-to-PM conversion. A practical method 
for detecting AM-to-PM conversion is presented. 

When a sweeping signal, centered for example at 140 MHz 
and carrying small-deviation frequency modulation (FM) at, 
say, 5.6 MHz is passed through an all-pass network such as a 
microwave-link group delay equalizer, the resulting plot of 
differential gain will be in the form of a "W". The network 
will have introduced AM and if in a device that follows AM- 
to-PM conversion occurs, the differential gain "W" will be 
asymmetrical. The appearance of asymmetry is the basis of 
this method of detecting AM-to-PM conversion. 
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The Phasor Representation 

Fig. 1 shows the phasor representation of a small-deviation 
FM signal. Since it is necessary to consider only phasor move- 
ments with respect to the carrier, rotation of the whole diagram 
counterclockwise at the carrier frequency has been stopped 
and only the back-and-forth oscillation at the modulating 
frequency remains. The maximum angular displacement, 0, 
of the signal phasor about its mean position is the phase modu- 
lation index. The maximum angular speed of the phasor 
determines the frequency deviation from the unmodulated 
carrier value. For sinusoidal modulation, maximum frequency 
deviation occurs at the central position. The locus of the tip of 
the phasor is the arc of a circle. 

In Fig. 2, the first order lower sideband (LSB) is shown going 
backwards (clockwise) as time advances, while the upper 
sideband (USB) moves forward or counterclockwise, 
both rotating at the modulating frequency. The sum of the 
carrier phasor C and the two sidebands is the resultant 
R, also shown in Fig. 1. However for simplicity, the locus 
of the tip of the sweeping phasor R is now shown as a 
straight horizontal line. 

Nonlinear Phase 

Fig. 3a and 3b introduce the effect of nonlinear phase. In 
passing through a network having the phase curve shown, the 
sidebands are phase-shifted relative to the carrier by +8° and 
-10° respectively. A linear phase response that gives shifts of 
+ 10° and -10° would be equivalent to a pure time delay that 
would cause no distortion but when the LSB is given a 
counterclockwise displacement of 8°, the result is a tilting of 
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Fig. 3a. Fig. 3b. 

the phasor locus and a slight reduction in the maximum phase 
deviation. 

The phasor, still oscillating with a fixed period of time de- 
termined by the modulating frequency, now travels a slightly 
reduced angular distance and therefore moves with reduced 
speed. Since phasor speed is frequency deviation, the peak 
frequency deviation is reduced. Since a frequency dis- 
criminator, such as a microwave link demodulator, responds 
only to phasor speed or frequency deviation, the discriminator 
output is also reduced, giving rise to differential gain as the 
carrier frequency, o>, is swept. 

Note that the maximum length and the maximum angular de- 
viation of the resultant occur at the same time. The AM is in 
phase with the signal PM. If AM-to-PM conversion were to occur, 
with the PM in phase with the AM as it would be in a diode 
limiter, the generated PM would be in phase with the signal 
PM and would therefore affect its value; that is, AM variations 
would cause differential gain in an FM system. This is ac- 
counted for by the fourth term of equation 1 , given later. 




The Network Phase Curve 

Fig. 4 is a plot of differential gain as the FM signal carrier fre- 
quency is swept over the phase curve of an all-pass network. At 
regions of maximum phase curvature, the phase and fre- 
quency deviations are reduced giving a dip in demodulated out- 
put. At the point of inflection of the phase curve, where the car- 
rier and first order sidebands can lie on a straight line, there is 
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no phase distortion of the first order sidebands, no tilting of the 
phasor locus, and no reduction in phase or frequency devia- 
tion. Second order sidebands would not lie on the straight line 
and so would be phase-distorted, causing a slight reduction in 
the central peak of the differential gain curve. 



+ 1 dB 



+1 dB 




AM-to-PM Conversion 

In Fig. 5 the askew triangles of Fig. 4 are enlarged and the 
effect of +1° per dB of AM-to-PM conversion is added. Fig. 5a 
shows a 1-dB increase in phasor length on the left. This is apositive 
increment of AM and so 1° is added, giving a counterclock- 
wise shift. On the right of Fig. 5a the phasor length is reduced 
by 1 dB. This is a negative increment and so 1° is sub- 
tracted, giving a clockwise shift. The overall result in Fig. 5a 
is an increase in phase deviation and frequency deviation. 
The phase and frequency deviations are decreased in 
Fig. 5b by a similar argument. The differential gain (DG) 
resulting from AM-to-PM conversion is shown in Fig. 5c. 

In Fig. 6, the differential gain contributions of Fig. 4 and 5 are 
added, giving the asymmetrical "W" form typical of an all-pass 
network followed by a device that gives AM-to-PM conversion. 
This appearance of asymmetry is the basis for detecting the 
presence of AM-to-PM conversion. 





Gain 



Fig. 7. 
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at zero angular deviation, the AM is in phase quadrature with 
the signal PM. In this case, PM resulting from AM-to-PM con- 
version is in phase quadrature with the signal PM and shifts 
the phase of the signal PM, leaving the signal phase-modulation 
index unchanged. AM variations resulting from non-flat gain 
therefore give rise to differential, phase but not differential 
gain. This is shown analytically by the second term of equation 2. 




Network Gain Dip 

Fig. 8 shows a gain dip in an all-pass network resulting from 
component loss. At the center of the gain dip, the carrier is atten- 
uated relative to the sidebands, which are themselves of equal 
amplitude. The phasor triangle is compressed giving an in- 
crease in phase deviation and therefore in frequency deviation. 
The network gain dip gives a differential gain peak that is 
symmetrical about the center of the gain dip. Analytically, the 
gain dip is accounted for by the second term of equation 1. 

The test for AM-to-PM conversion is not invalidated by the 
gain dip provided that the latter coincides with the center, or in- 
flection point, of the network phase curve. This is the point of 
maximum group delay. No asymmetry is introduced. An off- 
center gain dip, however, will cause asymmetry in the absence 
of AM-to-PM conversion. AM-to-PM conversion in a test item 
is then indicated by a change in the asymmetry. 




The Effect of Network Gain Slope 

In Fig. 7 the effect of a gain slope alone is dealt with. There is 
no phase distortion, only changes in phasor lengths. The USB 
is attenuated relative to the LSB. When the USB and LSB are in 
line and in opposition they no longer cancel exactly so an ellipti- 
cal locus results. 

Note that since the maximum length of the resultant occurs 



Quantitative Results 

Two methods have been used to quantitatively relate the AM- 
to-PM conversion coefficient with differential gain symmetry. 
One is analytical while the other is a computer simulation of the 
network, AM-to-PM conversion, and FM signal, giving, as 
output, a plot of differential gain. A brief review of the first 
method is given here. 

Terms of the following equation have already been published 
and discussed. 1,2 Here the terms, separately and in combina- 
tion, are plotted for a typical network to show their contribution 
to differential gain. The plots are seen to have the same form 
as those predicted by the phasor diagram approach (Fig. 9). 
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Fig. 10(a). Differential gain display generated 
by an all-pass network with no following AM to 
PM conversion. The "W" form arising from the 
phase curve is superimposed on a central 
peak due to the network gain dip which itself 
results from component loss. 
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DG(x) = 1 + a" (x) a> m 2 /2 + Kt'(x) w m 2 /2 -t' 2 (x) w m 4 /8(i) 

DP(x) = t (x)<u m -Ka' (x)w m (2) 

where 

DG(x) is the baseband differential gain characteristic 

DP(x) is the baseband differential phase characteristic. 

a(x) is the normalized amplitude response of the network 

t(x) is the group delay of the network 

x is the swept carrier frequency 

K is the AM-to-PM conversion arising in the system under test 

wJ2tt is the test frequency 

', ", are the first and second derivatives. 

The example is taken of an all-pass network having a 
parabolic group delay response of 7 nsec over ±10 MHz 



Fig . 1 0(b). Differential gain display having the 
two contributions of (a) with the additional 
asymmetrical contribution arising from AM to 
PM conversion. The appearance of this 
asymmetry is the basis of the method for 
detecting AM to PM conversion. 



centered at 70 MHz, and having a gain dip of 0.45 dB cen- 
tered at 70 MHz. A computer program evaluates a" and t' 
from the network singularities, and generates the plots 
shown in Fig. 9. Fig. 9(b) and (d), without and with AM-to- 
PM conversion respectively, should be compared with the 
photographs in Fig. 10 (a) and (b) which show differential gain 
displays on a Microwave Link Analyzer. 

Ian Matthews 
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Receiver Circuits 

The main function of the IF/BB receiver is to derive 
from the input signal information that can be used 
for quantitative display of disturbances in phase and 
level of the baseband signal, disturbances that arise 
from nonlinearities in the system under test. If the 
system under test supplies the baseband signal to the 
receiver, the low-frequency sweep and the high- 
frequency test signal are separated by straightforward 
filtering and appropriately amplified for detection 
and use by the display. 

In the IF portion of the receiver, the amplifier fol- 
lowing the input attenuator is a thin-film type to 
minimize the distortion that would arise from 
non-flat group delay and amplitude response. The 
input common-base stage presents a return loss of 
better than 38 dB to the input attenuator and serves as 



a buffer to the thin-film balanced detector that fol- 
lows. The response of this detector is flat within 0.02 
dB over an input range of 115 to 165 MHz. 

The heart of the IF portion is the tracking demodu- 
lator, shown in Fig. 8. To provide useful measure- 
ments, this must be more linear than any demodula- 
tor likely to be encountered in a communications 
system. 

High demodulator linearity is achieved in effect by 
heterodyning the incoming signal with a frequency- 
following local-oscillator signal to give a nearly- 
constant difference frequency of 17.4 MHz. The dif- 
ference frequency is applied to the frequency dis- 
criminator and the discriminator output is used as an 
error signal to control the local oscillator, main- 
taining the 17.4-MHz difference. 

The gain around the frequency control loop is 80 
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Fig. 8. An IF signal is processed 
through a tracking demodulator 
in the receiver, recovering the 
high-frequency test signal with 
high fidelity. 



dB so a 50-MHz frequency variation of the IF signal 
is reduced to 5 kHz at the discriminator input. This 
residual sweep is small enough to give, in effect, a 
demodulator of high linearity since discriminator 
nonlinearities are not being traversed by the 17.4-MHz 
IF. The baseband test signal is thus faithfully repro- 
duced at the discriminator output. Baseband test sig- 
nals as high as 5.6 MHz are recovered with low distor- 
tion by this method.* 

Precision Sweep 

The control signal applied to the tracking-loop's lo- 
cal oscillator is, of course, comparable to the 70-Hz 
sweep but because of nonlinearities in the oscilla- 
tor's frequency/voltage characteristics, it is not a 
pure sine wave. A pure sine wave is required, how- 
ever, to maintain a linear frequency scale for the 
horizontal axis of the CRT display. Therefore, a 
sine wave is synthesized in a separate circuit and 
phase-locked to the 70-Hz error signal. 

The sine wave is synthesized in the same manner 
as in the transmitter but with the phase-lock error sig- 
nal controlling the clock oscillator. However, precise 

* If either the 8.2- or 12.39-MHz test signals is used, an external wideband demodulator must be em- 
ployed if IF-to-IF or BB-to-IF measurements. are to be made. 



synchronization is required so the display's horizon- 
tal axis can be related to frequency. The question 
now arises, where on the recovered sweep waveform 
is synchronization to be accomplished? Because of 
the nonlinearities of the waveform, the only points 
where voltage can be precisely related to frequency 
are at the maximum and minimum values (waveform 
points B and D in Fig. 9). 

Pinpointing the location of these points is difficult, 
however, because of the near-zero rate of change 
around these points. Instead, two points where the 
steep-rising parts of the waveform intersect a dc vol- 
tage are detected (points A and C). The time interval 
between the two points is measured and half this 
value is used to locate the time of occurrence of point 
B. The zero-level axis was arbitrarily chosen for 
points A and C although any other level could have 
been used because of the symmetry of the waveform 
about B. 

As shown in the diagram, a limiter squares the re- 
covered sweep waveform to delineate points A and 
C more sharply, and the squared waveform gates 
clock pulses to a counter. When the waveform termi- 
nates the count, the result retained in the counter is 
shifted one place as it is transferred to a storage regis- 




Comparator 



Fig. 9. Recovered-sweep pro- 
cessor precisely locates the 
peak B of the recovered 70-Hz 
waveform by measuring the time 
between points A and C and divid- 
ing by two. 
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ter, effectively dividing the count by two. On the 
next cycle, the stored count is compared to the instan- 
taneous count in the counter and when the two are 
equal, a trigger pulse is generated. The stored count 
is then updated. 

Phase-locked to this trigger is the sine wave 
generated by the shift-register synthesizer. 
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Fig. 10. Marker generator uses a D-type flip-flop as a 
mixer to derive a pulse that spans the zero beat between the 
incoming signal and a reference. 



Markers 

For calibrating the frequency scale of the CRT dis- 
play in terms of IF frequency, two types of markers 
are provided. One type is a crystal-controlled fre- 
quency comb that puts pulses on the CRT trace at 
either 2-MHz or 5-MHz intervals. The other is a single 
marker that can be moved along the trace to identify 
the frequency of any point on the frequency scale. 
The control that positions this marker has a four- 
place digital readout that gives precise indication 
of marker frequency over a range of 115 to 165 MHz. 

The marker generation technique is based on the 
detection of zero beats between the incoming signal 
and a locally-generated signal of known frequency. 
The circuit design was influenced by two factors: (1) 
marker generation must not be affected by the FM sig- 
nals' sidebands, and (2) marker width should not be 
affected by a change in sweep width. The first factor 
is dealt with by substituting a local oscillator signal 
for the incoming IF and phase-locking the oscillator 
to the IF signal. The bandwidth of the frequency con- 
trol loop is restricted so the local oscillator tracks the 
sweep but not the relatively high-frequency FM. 

Marker width control, the second factor, is accom- 
plished in the circuit shown in Fig. 10. This uses an ECL 
D-type flip-flop as a mixer with the incoming signal 
applied to the D input and the locally-generated refer- 
ence applied to the clock input. The normal output of 
such a circuit in the vicinity of a zero beat is shown 
by waveform Ql and Ql in Fig. 10. The flip-flop out- 
puts, however, drive capacitors (C) that are charged 
quickly by transistor pull-up, but that discharge 
more slowly through resistors (R), thus giving the 
waveforms Q2 and Q2. Hence, the Schmitt trig- 
ger circuits are triggered only when the width of the 
Ql and Ql pulses is wide enough to allow the vol- 
tage on C to fall to the trigger level. 

The Schmitt trigger outputs (Q3 and Q3) are OR'd 
to get waveform Al, which also drives a capacitor cir- 
cuit obtaining waveform A2. This waveform is in- 
verted and smoothed (Bl) and used to drive the out- 
put Schmitt trigger. The Schmitt output is a single 
pulse that spans the zero beat. 

Marker width is controlled by varying the voltage 
V c , which controls the rate of capacitor discharge. A 
steeper discharge for C causes the first Schmitt cir- 
cuits to trigger both earlier and later in the zero-beat 
cycle, widening the output pulse. 

The automatic marker width control varies V c to 
keep the marker width constant at 2 mm of display for 
IF sweep widths from 10 MHz to 50 MHz. Below 
10 MHz, the markers widen, reaching 10 mm typi- 
cally at a 3-MHz sweep width. 

When the instrument is used in the spectrum dis- 
play mode to check the modulation index of an FM 
signal by the carrier-null method, the phase-lock loop 
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is opened and the local oscillator is controlled by an 
internally-generated sweep-voltage. The LO signal is 
mixed with the incoming FM signal and the result is 
low-pass filtered, giving a display of the spectrum 
of the incoming signal. The markers can also be 
added to this display. 

Phase Detector 

Measurements of group delay and differential 
phase are made by phase-comparing the high-fre- 
quency test signal, separated from the sweep signal 
in the receiver, to the output of a crystal-controlled 
oscillator. To avoid the effects of slow drift, the crys- 
tal-controlled oscillator is phase-locked to the test 
signal, the bandwidth of the loop being restricted to 
10 Hz so as not to affect the wanted phase information 
which occurs at 70 Hz, the sweep rate. 

As shown in the block diagram of Fig. 11, the out- 
put of the 1-MHz crystal oscillator is divided down to 
match the frequency of the lower test frequencies 
(83.3, 250, and 500 kHz) for phase detection. The 
higher test frequencies are heterodyned down to 250 
kHz for comparison with the phase-locked oscillator 
frequency divided by four. The oscillator used for 
the down-conversion uses switched crystals for stable 
frequency control. 

The phase display is calibrated by switching in a 
fixed delay on alternate sweeps. The CRT then dis- 
plays two phase traces, with the vertical separation 
determined by the amount of added phase. 

The calibrated phase delays are achieved with 
switched RC networks. Since frequency deviation 



and phase modulation are not changed by mixing the 
higher test frequencies down to 250 kHz, the phase 
calibration steps hold for all these frequencies in 
terms of degrees or radians. The lower frequencies 
are passed directly through the phase delays with- 
out mixing and are therefore given in nanoseconds 
of delay. 

Amplitude displays are calibrated by switching a 
precision attenuator into the signal path on alternate 
sweeps. 
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Fig. 11. Block diagram of the 
phase detector in the Model 
3793A Differential Phase Detec- 
tor plug-in. Phase comparisons 
are made against a stable, 
1-MHz, crystal oscillator that is 
phase-locked to the average 
phase of the incoming signal. 
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MEASUREMENTS: 

Group Delay 

Modulator linearity and sensitivity 

Demodulator linearity and sensitivity 

Differential Phase 

Differential Gain 

IF Amplitude Response 

IF Fleturn Loss 

BS Return Loss 

Frequency spectrum 

Power, gain, and attenuation 
SWEEP FREQUENCIES: 70 Hz. tine or EXT (40-100 Hz) 
BASEBAND FREQUENCIES: 83.333, 250, 500 kHz. 2.4, 3.58 (4.43), 5.6, 8.2, 

12.39 MHz, EXT 80 kHz to 15 MHz with demodulation to 5.6 MHz. 
BASEBAND DEVIATION: 0.5 to 500 kHz rms. 

SPECTRUM MODE: ±25 MHz centered between 135 and 145 MHz. 
IMPEDANCE: 75Q 
POWER: 110. 120,220,240V, +5%, -10%, 48-66 Hz. 150 VA (3790A) + 190 VA 

(3792A). 
TEMPERATURE (operating): to 50°C 

WEIGHT (with plug-ins): 3790A, 18 kg (39.25 lb); 3792A. 22.5 kg (49.25 lb). 
DIMENSIONS: 3790A, 425 mmW* 172 mm H x 457 mm D (16.75 x 6.75 x 18 

in); 3792A, 425 mm W x 216 mm H x 457 mm D (16.75 x 8.5 x 18 in). 
PRICES IN U.S.A.: 3790A/3791A, $11,065 
3792A/3793A. $10,965 
MANUFACTURING DIVISION: HEWLETT-PACKARD LTD. 
South Queensferry 
West Lothian, 
Scotland 



ABRIDGED SPECIFICATIONS 

HP Model 3790A/3792A Microwave Link Analyzer 



SWEPT FREQUENCY (back-to-back) 



Measurement 
Capability 


IF Range 
(MHz) 


- 


Maximum 

Sensitivity 


Maximum Inherent Slope 


Maximum Inherent Noise (rms) 


BB-BB 


IF-IF 


BB 


BB-BB 

at 
-40 dBm 


IF-IF 


IF Response 


115 to 165 


Oto ±3dBviaY1 
to ±3 dB via Y2 


0.025 dB/cm 


- 


±0.05 dB at +5dBm, 
±0.1 dB from +5 to 
+ 10 dBm at input to 
3792A. 


- 


BB Linearity & 
Differential Gain 


12510 155 
115IO 165 


to 50% 


0.25 %/cm 


0.1% 


0.2% 

0.4% 


- 


Group Delay 


125 to 155 
11510 165 


200 ns 


0.25 ns/cm 


0.1 ns 


0.2 ns 
0.5 ns 
1 ns at 83 kHz 


83.333 kHz 
250 kHz 
500 kHz 


1.2 ns 
0.4 ns 
0.2 ns 


6 ns 

200 kHz 
0.2 ns 

rmsdev. 


Differential Phase 


125 to 155 
115 to 165 


18° or 31.4% rad. 


0.57cm 


o.r 


0.2° 
0.5° 


2.4 MHz 
4.43 MHz 
5.6 MHz 
8.2 MHz 
12.39 MHz 


0.2 s 
0.2° 
2° 
0.4° 
0.4° 


o.r 

°' 500kHz 
t 


IF Return Loss 


115 to 165 


10 to 49 dB 
(Accuracy depends 
on hybrid used) 


1 dB/cm 


- 


1 dB 


- 
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